Determination of corticosterone in rat plasma by HPLC.
A reverse-phase HPLC method has been developed and validated for the determination of corticosterone in rat plasma. With 1-mL plasma samples, the average relative standard deviation for triplicate determinations was +/- 8.3% for seven concentrations between 13 and 483 ng/mL.